Optical properties of normal and cancerous human skin in the visible and near-infrared spectral range

Elena Salomatina  
Massachusetts General Hospital  
Wellman Center for Photomedicine  
70 Blossom Street  
Boston, Massachusetts 02114

Brian Jiang  
Harvard Medical School  
Beth Israel Deaconess Medical Center  
Shapiro Clinical Center  
330 Brookline Avenue  
Boston, Massachusetts 02134

John Novak  
Wellman Center for Photomedicine  
Harvard Medical School  
70 Blossom Street  
Boston, Massachusetts 02114

Anna N. Yaroslavsky  
Harvard Medical School  
Massachusetts General Hospital  
Wellman Center for Photomedicine  
55 Fruit Street  
Boston, Massachusetts 02114

Abstract. Differences in absorption and/or scattering of cancerous and normal skin have the potential to provide a basis for noninvasive cancer detection. In this study, we have determined and compared the in vitro optical properties of human epidermis, dermis, and subcutaneous fat with those of nonmelanoma skin cancers in the spectral range from 370 to 1600 nm. Fresh specimens of normal and cancerous human skin were obtained from surgeries. The samples were rinsed in saline solution and sectioned. Diffuse reflectance and total transmittance were measured using an integrating sphere spectrophotometer. Absorption and reduced scattering coefficients were calculated from the measured quantities using an inverse Monte Carlo technique. The differences between optical properties of each normal tissue-cancer pair were statistically analyzed. The results indicate that there are significant differences in the scattering of cancerous and healthy tissues in the spectral range from 1050 to 1400 nm. In this spectral region, the scattering of cancerous lesions is consistently lower than that of normal tissues, whereas absorption does not differ significantly, with the exception of nodular basal cell carcinomas (BCC). Nodular BCCs exhibit significantly lower absorption as compared to normal skin. Therefore, the spectral range between 1050 and 1400 nm appears to be optimal for nonmelanoma skin cancer detection. © 2006 Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.2398928]

Keywords: skin; cancer; scattering; absorption; integrating sphere spectrophotometry; inverse Monte Carlo technique.

Paper 06035R received Feb. 23, 2006; revised manuscript received Jun. 22, 2006; accepted for publication Aug. 23, 2006; published online Nov. 20, 2006.

1 Introduction

Nonmelanoma skin cancers, including basal cell carcinomas (BCCs) and squamous cell carcinomas (SCCs), are more common than all other types of human cancers. These cancers have an intrinsically low optical contrast in the visible spectral range. A number of techniques\textsuperscript{1–7} and contrast agents\textsuperscript{8–10} have been suggested and tested for the detection and delineation of these tumors. So far the best results were yielded with methods that employ exogenous contrast agents.\textsuperscript{11,12} However, if a method capable of resolving subtle differences in the optical properties of endogenous chromophores of normal and cancerous tissues was available, this would be a great asset for tumor detection. Thus far, to the best of our knowledge, the optical properties of nonmelanoma skin cancers have not been reported so far. The optical properties of normal skin have been investigated by several groups.\textsuperscript{13–15} However, most of the investigators studied either the optical properties of dermis and subcutaneous fat, or reported on the combined optical properties of epidermis and dermis.\textsuperscript{17,18} Data on the optical properties of epidermis are rare.\textsuperscript{19}

In this study, we have determined and compared the optical properties of normal skin layers to those of nonmelanoma skin cancers in the wide spectral range from 370 to 1600 nm with the purpose of selecting the spectral range where the differences between cancer and normal tissue are maximal. We employed integrating sphere spectrophotometry combined with the inverse Monte Carlo technique. At least five samples of each tissue type, including epidermis, dermis, subcutaneous fat, nodular BCC, infiltrative BCC, and invasive SCC, were measured. The resulting optical properties of different tissue types were compared. The differences in scattering and absorption between each normal and cancerous tissue type were statistically analyzed using an unpaired two-tailed $t$-test, and the spectral ranges where these differences were maximal identified.

2 Materials and Methods

2.1 Sample Preparation

Freshly discarded specimens of normal and cancerous human skin were obtained from the surgeries under an institutional review board–approved protocol. The time between the surgical removal of the skin and the measurements did not exceed...
7 h. Skin excisions from the face, scalp, neck, and back of the patients were used for the experiments. The samples were briefly rinsed in Dulbecco’s phosphate-buffered saline (pH 7.4) solution and sectioned using a microcryotome. Sections were cut parallel to the tissue surface. We measured the thickness of each section using a high-precision digital micrometer (Mitutoyo Corp., Kawasaki, Japan) with the accuracy of ±1 μm. The thickness of the epidermis, dermis, fat, and cancerous tissues sections varied between 60 and 100 μm, 100 and 780 μm, 280 and 800 μm, and 170 and 850 μm, respectively. The lateral size of the sectioned tissues was in the 6- to 17-mm range. Sectioned specimens were hydrated with saline and sealed between a microscopic slide and a coverslip with rapid mounting media for microscopy Entellan New (Electron Microscopy Science, Hatfield, Pennsylvania) to prevent desiccation. In total, 7 epidermis, 8 dermis, 10 subcutaneous fat, 6 infiltrative BCC, 5 nodular BCC, and 8 SCC specimens were investigated.

2.2 Integrating Sphere Spectrophotometry

The integrating sphere spectrophotometric system was constructed for the diffuse reflectance and total transmittance measurements of skin specimens. The experimental arrangements are presented in Figs. 1(a) and 1(b). We have chosen a single-integrating sphere configuration to avoid light interactions between the spheres. For measuring total transmittance and diffuse reflectance, the light from a halogen lamp (HL-2000-HP-FHSA, Ocean Optics, Dunedin, Florida) was focused onto the sample, which was mounted on the entrance and exit ports of the integrating sphere (4P-GPS-033-SL, LabSphere, North Sutton, New Hampshire), respectively. The lateral size of the investigated sample always exceeded the diameter of the respective sphere port. The diameter of the beam on the sample did not exceed 3 mm. For the samples with lateral sizes between 6 and 7 mm, the size of the beam was reduced to 2 mm. The light diffusely reflected and transmitted by the sample was detected by two charge-coupled device-based spectrometers connected via the optical fibers to the detector ports. We have used a HR2000 spectrometer (Ocean Optics) in the 370- to 980-nm region and an EPP2000-NIR InGaAs spectrometer (StellarNet, Tampa, Florida) in the 900- to 1600-nm spectral range. The wavelength calibration of the spectrometers was performed using a Hg(Ar) calibration lamp (HG-1 Mercury Argon Calibration Source, Ocean Optics) with an accuracy better than 1 nm. For all the measurements, a signal-to-noise ratio was not worse than 200:1. To ensure that the same area of the sample was examined, all the slides were marked with a permanent marker around the investigated area during the first measurement.

2.3 Confocal Imaging

To verify that the skin specimens contained only one type of tissue (i.e., epidermis, dermis, fat, or cancer), each section was imaged using reflectance confocal microscopy. The exact same area of the sample that corresponded to the region measured during the integrating sphere experiments was examined. The confocal microscope that was used for verification experiments was described in detail elsewhere. Confocal images were acquired from both the front and the back sides of the samples at a depth of 10 μm. Single confocal images covered the area of 800 × 600 μm². To identify the tissue type, confocal mosaics were created from sequences of single images of adjacent areas. These mosaics covered an area of 8 × 6 mm². Reflectance confocal microscopy provided high-quality images of the sections. Distinctive features of skin layers can be clearly seen in these images. The samples that contained more than one tissue type were discarded.

2.4 Data Processing Technique

We have used an inverse Monte Carlo technique to recover the optical properties of the samples from the measured quantities of diffuse reflectance and total transmittance. The technique employs a combination of a quasi-Newton inverse algorithm and a forward Monte Carlo simulation. The inverse quasi-Newton algorithm is an iterative optimization technique that combines rapid local convergence of the Newton method with the ability to achieve proximity of the solution if the initial approximation is poor. In most practical cases, the algorithm required less than 10 iterations to converge. The forward Monte Carlo method is based on the numerical simulation of photon transport in scattering media. The algorithm takes into account exact optical and geometrical configuration of experiment: mismatch of the refractive indices on the boundaries of the sample, light losses at the edges of the sample, finite beam diameter and port dimensions of the integrating sphere, and arbitrary angular distribution of the incident light. Interpretation of all the experimental data obtained in this study was conducted under the assumption of the Henyey-Greenstein scattering phase function. The anisotropy factor g was assumed to be 0.8 and the refractive index to be 1.4 for all the skin layers in the entire spectral range investigated.
2.5 Statistical Analysis

A Student’s unpaired two-tailed t-test (STATISTICA 6.0, StatSoft, Inc, Tulsa, Oklahoma) was used to evaluate the significance of the difference between obtained optical properties of healthy skin layers and cancerous tissues. The differences between optical coefficients of normal and cancerous tissues were considered to be statistically significant when the calculated probability value (p value) was equal or less than 0.05. P value \( \leq 0.05 \) means that the probability that the two data sets are different is \( \geq 95\% \). This level of significance is considered acceptable for the biological samples. Calculated p values were plotted against the wavelength to identify the spectral regions, where the optical properties of normal and cancerous tissues differed significantly.

3 Results and Discussion

In total, we have measured and analyzed 7 samples of human epidermis, 8 samples of dermis, 10 samples of subcutaneous fat, 5 samples of nodular BCC, 6 samples of infiltrative BCC, and 8 samples of invasive SCC. All the samples were measured in the spectral range from 370 to 1600 nm. Averaged absorption and reduced scattering coefficients for each of the examined tissue types were calculated using the inverse Monte Carlo technique. The results are presented in Figures 2–11.

Absorption and scattering coefficients of healthy skin layers are shown in Figs. 2(a), 3(a), and 4(a). The graphs demonstrate that the scattering of normal skin layers decreases with the increasing wavelength. The steady decrease can be explained by the decrease of the contribution of Rayleigh scattering, whereas the contribution of Mie scattering increases with the increasing wavelength.\(^{27}\) For all the tissues investigated, we have noticed an increase of scattering coefficient in the vicinity of the strong water absorption band around 1450 nm. Similar behavior of the absorption and scattering coefficients can be seen in the graphs presented in Refs. 28 and 29 for human blood, gallbladder, and bile. As experimental conditions and/or models of light propagation used to derive the optical properties in the referenced literature and our work were different, it is more likely that the obtained results manifest the general optical property of the tissues, rather than the evidence of some cross talk between the two parameters in the measurements and calculations. This correlation in the behavior of absorption and scattering may be caused by the existing relation between the real and imaginary parts of the dielectric constant. However, more detailed investigation of the observed phenomenon is required to confirm or refute our hypothesis.

The scattering of epidermis is noticeably higher than the scattering of dermis and subcutaneous fat in the entire wavelength range. It is known that optical properties of epidermis in the range of 370 to 1200 nm are determined by melanin content.\(^{12}\) For this study, we used excisions taken from Caucasian subjects with fair skin. The content of melanin in the epidermis of these skin samples was comparatively low. However, the relative refractive index of melanin with respect to the surrounding medium is approximately 1.3.\(^{30}\) Therefore, light scattering in the epidermis is significantly higher than in other skin tissues. In the dermis, scattering is predominantly caused by collagen fibers and their associated small structures.\(^{31}\) The irregular bundles of thick collagen and elastin fibers can be clearly seen in the confocal image of the dermis [Fig. 3(b), the gray arrow points toward the fibers]. The scattering properties of subcutaneous fat are also affected by the presence of connective tissue septa composed of collagen and elastin. In the confocal image of subcutaneous fat [Fig. 4(b)], the septum separating conglomerates of fat cells—adipocytes—is shown with black arrows. It was noticed that the scattering properties of fat differed depending on the body area from which the excisions were taken. The collagen-elastin net appeared thicker and denser in the subcutaneous fat samples obtained from the facial or scalp area [Fig. 5(a), collagen bundles are shown with black arrows]. The presence of collagen and elastin resulted in increased scattering coefficients [Fig. 5(c)]. Skin excisions taken from the back of the subjects revealed fat with large multilocular adipocytes and very thin connective tissue septa [Fig. 5(b)]. In this case, scattering was much lower [Fig. 5(c)].

Absorption spectra of normal skin layers are presented in Figs. 2(a), 3(a), and 4(a). In the visible wavelength range, melanin determines absorption in the epidermis. Absorption of melanin is monotonously decreasing with the increase of the wavelength. Therefore, the effect of melanin on epidermis absorption properties is more pronounced at shorter wavelengths. Hemoglobin dominates absorption properties of dermis and fat in the visible spectral range. Hemoglobin absorption peaks around 410 and 540 nm appear consistently in the spectra of dermis and fat, as all the specimens, except the epidermal, contained some blood. Absorption of the epidermis, dermis, and fat in the near-infrared region is determined by water and lipid content. In the proximity of 1200 nm, water and lipid absorption bands overlap. Therefore, this peak is more pronounced for the subcutaneous fat as compared to the epidermis and dermis. At the same time, the epidermis and dermis exhibit stronger absorption in the range from 1350 to 1600 nm.

In Figs. 6(a), 7(a), and 8(a), absorption and scattering properties of cancerous tissues are presented. Scattering of all investigated nonmelanoma skin tumor types demonstrate qualitatively similar behavior. It gradually decreases with the increasing wavelength. Quantitatively, infiltrative BCC is characterized by a higher scattering coefficient in comparison with the scattering of nodular BCCs and SCCs. The higher scattering coefficient of infiltrative BCC may be explained by its structural characteristics. Typically, these tumors have thin strands or cords of tumor cells extending into the surrounding highly scattering dermis. The scattering of squamous cell carcinomas is consistently lower than the scattering of both types of BCCs in the entire wavelength range.

Absorptive properties of nonmelanoma skin cancers are determined by melanin and hemoglobin in the visible spectral range and by water in the near-infrared spectral range. Depositions of melanin often occur in the nonmelanoma tumors.\(^{10}\) The presence of this chromophore strongly affects absorption and scattering of the tumors. However, in general, the content of both melanin and hemoglobin in nonmelanoma skin cancers is highly variable. Therefore, the contrast based on the differences in melanin and hemoglobin content of the tumors as compared to normal skin tissues cannot be expected to occur reproducibly. We have found that on average, nodular BCCs contain less blood as compared to infiltrative BCCs and...
SCCs. We also noted that infiltrative BCCs are characterized by a slightly higher absorption than SCCs in the range from 600 to 1600 nm. Absorption of nodular BCCs is lower than that of infiltrative BCCs and SCCs.

We used statistical analysis to evaluate the significance of the differences between optical properties of normal skin layers and cancerous tissues. The analysis was performed using unpaired two-tailed \( t \)-tests. In the resulting \( p \) plots, the dependences of \( p \) values on the wavelength are presented. The spectral regions where the differences between cancerous tissues and healthy skin layers were statistically significant (\( p < 0.05 \)) can be clearly identified. \( P \) plots presented in the Figs. 9–11 show the differences in absorption and scattering properties of healthy epidermis, dermis, fat, and nonmelanoma skin tumors, respectively. The spectral regions where optical properties of healthy and cancerous tissues differ significantly are listed in the Table 1.

In Fig. 9, the \( p \) plots comparing absorption [Fig. 9(a)] and scattering [Fig. 9(b)] of epidermis to those of cancerous tissues are presented. As can be seen in Fig. 9(a), the differences in absorption between the epidermis and all the types of cancer investigated are significant below 500 nm, in the vicinity of the hemoglobin Soret absorption band. As the blood content in cancerous samples is highly variable and may be affected by sample preparation technique, the identified significant differences in absorption are not likely to provide a reliable basis for tissue discrimination. At the same time, the differences in scattering between the epidermal and cancerous tissues were found to be significant in the complete spectral range investigated.

\( P \) plots in Figs. 10(a) and 10(b) show the differences in the absorption and scattering properties of the dermis and cancerous tissues, respectively. No significant differences were found in the absorption properties of the dermis and infiltrative BCC. This type of cancer is difficult to detect because, as was mentioned earlier, it is characterized by thin cancer cell strands invading the dermis. Therefore, the optical properties of infiltrative BCC are similar to those of the dermis. The differences in absorption of nodular BCCs and SCCs versus the dermis are significant in the wavelength range from 750 to 1380 nm and from 720 to 910 nm, respectively. Absorption in these cancer types was generally lower than in the...
dermis. $P$ plots comparing scattering properties of dermis-tumor pairs reveal that the scattering properties of dermis-nodular BCC and dermis-SCC exhibit significant differences in the complete wavelength range investigated. For infiltrative BCCs, the spectral range of significant differences was much narrower and covered the wavelengths between 1050 and 1400 nm.

$P$ plots comparing absorption properties of subcutaneous fat and cancerous specimens [see Fig. 11(a)] demonstrate that for all tumor types there exist significant differences in the regions from 370 to 500 nm and from 1400 to 1500 nm. These two regions correspond to the absorption bands of blood and water, respectively. Our results indicate that on average, cancerous tissue contains less blood and more water as compared to subcutaneous fat. Differences in scattering properties of subcutaneous fat-tumors pairs are significant for all cancer types in the wavelength range between 1050 and 1400 nm [see Fig. 11(b)].
Fig. 6 (a) Optical properties of infiltrative BCC. Triangles—reduced scattering coefficients, circles—absorption coefficients, bars—standard errors. Averaged over six samples. (b) Confocal image of infiltrative BCC specimen; arrows point to the strands of tumor cells.

Fig. 7 (a) Optical properties of nodular BCC. Triangles—reduced scattering coefficients, circles—absorption coefficients, bars—standard errors. Averaged over five samples. (b) Confocal image of nodular BCC specimen.

Fig. 8 (a) Optical properties of SCC. Triangles—reduced scattering coefficients, circles—absorption coefficients, bars—standard errors. Averaged over eight samples. (b) Confocal image of SCC specimen.
Fig. 9 $T$-test results comparing epidermis and cancerous skin absorption (a) and scattering (b) properties. Solid line—comparison of epidermis and infiltrative BCC, dashed line—comparison of epidermis and nodular BCC, dashed dotted line—comparison of epidermis and SCC absorption and scattering properties.

Fig. 10 $T$-test results comparing dermis and cancerous skin absorption (a) and scattering (b) properties. Solid line—comparison of dermis and infiltrative BCC, dashed line—comparison of dermis and nodular BCC, dashed dotted line—comparison of dermis and SCC absorption and scattering properties.

Fig. 11 $T$-test results comparing subcutaneous fat and cancerous skin absorption (a) and scattering (b) properties. Solid line—comparison of fat and infiltrative BCC, dashed line—comparison of fat and nodular BCC, dashed dotted line—comparison of fat and SCC absorption and scattering properties.
and 1400 nm. Scattering in cancer specimens was substantially in this wavelength region. Our results indicate that there exists no spectral region where the differences in absorption are significant for all healthy tissue–cancer pairs.

### Table 1 Spectral regions of maximal optical contrast between normal and cancerous tissues.

<table>
<thead>
<tr>
<th>Tissue Type</th>
<th>Absorption</th>
<th>Scattering</th>
</tr>
</thead>
<tbody>
<tr>
<td>Infiltrative BCC</td>
<td>370 to 570 nm</td>
<td>370 to 1600 nm</td>
</tr>
<tr>
<td>Nodular BCC</td>
<td>430 to 540 nm, 1450 to 1520 nm</td>
<td>370 to 1600 nm</td>
</tr>
<tr>
<td>SCC</td>
<td>450 to 540 nm</td>
<td>370 to 1600 nm</td>
</tr>
</tbody>
</table>

The detected differences in the absorption properties of healthy skin-tumor pairs were provided by variations in the concentration of hemoglobin, melanin, and water. It has been reported previously \(^1, 32\) that variations in water absorption can be used as a reliable parameter for distinguishing nonmelanoma skin cancers. We also found significant differences in water content in all subcutaneous fat-tumor pairs. Water absorption in fat was consistently lower than that of cancerous skin. We also found significant differences in the optical properties of cancerous and normal skin revealed within the wavelength range investigated where the differences in absorption are significant for all healthy tissue–cancer pairs.

### 4 Conclusions

We have determined and compared absorption and scattering properties of healthy human skin layers and nonmelanoma skin cancers in the wavelength range from 370 to 1600 nm. We identified several wavelength regions where the difference in absorption and scattering properties of each healthy tissue–cancer pair were statistically significant (p < 0.05). The results of our study indicate that there exists no spectral region within the wavelength range investigated where the differences in absorption are significant for all healthy tissue–tumor pairs simultaneously. However, all healthy tissue–cancer pairs exhibited statistically significant differences in scattering in the wavelength range from 1050 to 1400 nm. Absorption properties of normal skin layers and cancerous specimens did not differ significantly in this region with the exception of nodular BCC–normal tissue pair. Nodular BCCs exhibit lower absorption as compared to normal skin. Thus the spectral range from 1050 to 1400 nm, where scattering properties of normal and cancerous tissues exhibit maximal difference, may provide a reliable base for pathology discrimination.

### References